[Determination of alcohol in the blood using the "head space" automatic analyser, Erba Science and the Czechoslovak-made Chrom 4 chromatograph].
The connection of Carlo Erba automatic sampler with gas chromatograph Chrom IV is described. There are presented the results of the analyses of alcohol in blood. The results were obtained with the aid of this two instruments.